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The  Institute  has  attempted  to  obtain  the  best  original 
copy  avalLabie  for  filming.  Features  of  this  copy  which 
may  be  bibliographically  unique,  which  may  alter  any  of 
the  images  in  the  reproduction,  or  which  may 
significantly  change  the  usual  method  of  filming  are 
checked  below. 

0  Coloured  covers  / 
Couverture  de  couleur 

□   Covers  damaged  / 
Couverture  endommagte 

□   Covers  restored  and/or  laminated  / 
Couverture  restaur^  et/ou  peilicuide 

I  Cover  title  missing  /  Le  titre  de  couverture  manque 

I   Coloured  maps  /  Cartes  g^raphiques  en  couleur 

□   Coloured  ink  (i.e.  other  than  blue  or  black)  / 
Encre  de  couleur  (i.e.  autre  que  bleue  ou  noire) 

□  Cotoured  plates  and/or  illustrations  / 
Planches  et/ou  illustrations  en  couleur 

Bound  with  other  material  / 
Reiid  avec  d'autres  documents 

Only  edition  available  / 
Seule  Edition  disponible 

Tight  binding  may  cause  shadows  or  distortion  along 
interior  margin  /  La  reliure  sen6e  peut  causer  de 
I'ombre  ou  de  la  distorsion  le  long  de  la  marge 
intdrieure. 

Blank  leaves  added  during  restorations  may  appear 
within  the  text.  Whenever  possible,  these  have  been 
omitted  from  filming  /  Use  peut  que  certaines  pages 
blanches  ajoutdes  lors  d'une  restauration 
apparaissent  dans  le  texte,  mais,  lorsque  cela  dtait 
possible,  ces  pages  n'ont  pas  6t6  fiim^es. 

Additional  comments  / 
Commentaires  suppl6mentaires: 
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L'Institut  a  microfilm^  le  meilleur  exemplaire  qu'il  lui  a 
6\6  possible  de  se  procurer.  Les  details  de  cet  exem- 
plaire qui  sont  peut-dtre  uniques  du  point  de  vue  bibli- 
ographique,  qui  peuvent  modifier  une  image  reproduite, 
ou  qui  peuvent  exiger  une  nfK)difk»tion  dans  la  m^tho- 
de  normale  de  filmage  sont  indkiute  ci-dessous. 

I     I  Cotoured  pages  /  Pages  de  couleur 

I I   Pages  damaged  /  Pages  endommag^es 

□   Pages  restored  and/or  laminated  / 
Pages  restaur^es  et/ou  pellk:ul6es 

0   Pages  discoloured,  stained  or  foxed  / 
Pages  dteolortes,  tachetdes  ou  piques 

I     I   Pages  detached  /  Pages  d^tachtes 

|v/|  Showthrough/ Transparence 

□  Quality  of  print  varies  / 
Quality  indgale  de  I'impression 

Inciudf  <i  supplementary  material  / 
Comprend  du  materiel  suppl6mentaire 

Pages  wholly  or  partially  obscured  by  errata  slips, 
tissues,  etc.,  have  been  refilmed  to  ensure  the  best 
possible  image  /  Les  pages  totalement  ou 
partiellement  obscurcies  par  un  feuillet  d'en^ta,  une 
pelure,  etc.,  ont  6t6  film^es  ^  nouveau  de  fa^on  k 
obtenir  la  meilleure  image  possible. 

Opposing  pages  with  varying  colouration  o' 
discotourations  are  filmed  twtoe  to  ensure  the  best 
possible  image  /  Les  pages  s'opposant  ayant  des 
colorations  variables  ou  des  decolorations  sont 
filmdes  deux  fois  afin  d'obtenir  la  meilleure  image 
possible. 
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This  itMn  IsfilnMd  attlM  raduction  ratio  dMefcad  talow/ 

C«  docwMnt  Mt  Wm*  au  tMx  dt  rMuction  intfquA  d-dntoin. 


lOx 

14x 

ItK 

22x 

26x 

30x 

; 

12x 


16x 


20x 


24x 


28x 


32x 


Th«  copy  f1lm«d  h«r«  has  b««n  raproducad  thanks 
to  tha  flanarosity  of: 

Library 
Agrieultura  Canada 

Tha  imagaa  appaaring  haro  ara  tha  baat  quality 
poasibia  conaidaring  tha  eondition  and  lagibility 
of  tha  original  copy  and  in  icaaping  with  tha 
filming  contract  /padfieatiena. 


Original  eopiaa  in  printad  papar  covara  ara  fllmad 
baginning  with  tha  front  covar  and  anding  on 
tha  laat  paga  with  a  printad  or  illustratad  impraa- 
•ion,  or  tha  bacic  covar  whan  appropriata.  All 
othar  original  coplaa  ara  fllmad  baginning  on  tha 
first  paga  with  a  printad  or  illuatratad  impraa- 
aion,  and  ending  on  tha  laat  paga  with  a  printad 
or  illuatratad  impraaaion. 


Tha  last  raeordad  frama  on  aach  mierofieha 
shaM  contain  tha  symbol  ^•»  (maaning  "CON- 
TINUED"), or  tha  symbol  ▼  CmaonIng  "ENO"). 
whiehavar  appliaa. 


plataa.  charts,  ate.,  may  ba  fllmad  at 
diffarant  raduetion  ratioa.  Thoaa  too  larga  to  ba 
antiraly  includad  in  ana  axpoaura  ara  fllmad 
baginning  in  tha  uppar  laft  hand  comar.  laft  to 
right  and  top  to  bottom,  aa  many  framaa  aa 
raquirad.  Tha  following  diagrama  illuatrata  tha 


L'«x«mplaii«  filmA  fut  raproduit  gric*  *  la 
gAn4rMit*  da: 

BibliotMqua 
Aflriculturt  Canada 

Laa  ima^aa  suivantaa  ont  4t«  rapreduitaa  avac  la 
plua  grand  soin.  eompta  tami  da  la  condition  at 
da  la  nattat*  da  I'axamplaira  fiim«.  at  an 
eonformiti  avac  laa  conditiona  du  eontrat  da 
fUmaga. 

Laa  axamplairaa  originaux  dont  la  eouvartura  an 
papiar  aat  ImprimAa  «ont  filmte  an  eommanpant 
par  la  pramiar  plat  at  an  tarminant  soit  par  la 
damMra  paga  qui  eomporta  una  amprainta 
dimpraaaion  ou  dllluatration.  soit  par  ta  saeond 
plat,  saion  la  eaa.  Toua  laa  autras  axamplairaa 
originaux  sont  filmte  an  eomman9ant  par  la 
prami4ra  paga  qui  eomporta  una  amprainta 
dimpraaaion  ou  dllluatration  at  an  tarminant  par 
la  damiAra  paga  qui  eomporta  una  taila 
amprainta. 


Un  daa  symbolaa  suivanta  apparaltra  sur  la 
dami*ra  imaga  da  chaqua  microfieha,  salon  la 
eaa:  la  symbola  — »>  signifia  "A  SUIVRE ",  la 
symboia  ▼  signifia  "HN". 


Laa  eartaa.  planchaa.  tablaaux.  ate.,  pauvant  Atra 
fllmda  A  daa  taux  da  rMuetion  diff«rants. 
Loraqua  la  documam  aat  trap  grand  pour  Atra 
raproduit  an  un  saui  eliehd.  il  aat  film*  A  partir 
do  I'angia  supMaur  gaueha.  da  gauelw  k  droit: 
at  da  haut  n*  baa.  an  pranant  la  nombra 
dimagaa  n^caaaaira.  Laa  diagrammaa  suivanta 
iliuatrant  la  mAtheda. 
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LFTTKK  OF  TRANSMITTAL. 


Ottawa.  Febrimry  27.  1907. 

To  the  Hono  11  ruble 

The  Minister  of  ARriciiltim-. 

8m— I  have  tk-  hommr  to  submit  for  your  approval  Bulletin  No.  14.  Dairy  and 
Col.l  Storage  CommissionerV  S.rie*.  .ntitled  '  Apparatus  for  the  Determination  of 
y.,1  un.l  Water  in  H.iti.r."  by  Mr.  K.  T.  Sl.utt.  M.A..  (Vmist.  Kxperimentnl  Farms, 
in  which  Mr.  Shutt  RiveH  the  result-*  of  investigation.^  nia<le  at  my  request  for  the  pur- 
pose of  aB<-"aining  the  reliability  «n.l  practicability  of  eertu...  apparatus,  now  being 
offered  for  sale,  for  the  purpose  of  detern.ining  the  percentage  of  water  and  also  the 
percentage  of  fat  in  butter.  Owing  to  the  provisions  of  the  Butter  Act,  190.3.  there  >• 
a  demand  on  the  part  of  butterraakers,  and  butter  dealers,  for  a  simple  and  accurate 
method  of  deternnninK  the  percentage  of  water  in  butter.  I  consiH.,r  the  information 
herein  contained  of  .sufficient  value  and  inter.«t  to  warrnn*  a  special  publication.  I 
beg  to  recommend,  therefor...  that  it  be  printed  f.r  general  distribution. 

I  have  the  honour  to  be  sir, 

Your  ol)edient  servant. 

J.  A.  RUDDICK, 
•  riiry  and  Cold  Storage  Commuiioner. 


APPARATIS  FUR  THE  DEfERMINATION  DF  F.\T  AND  WATER  IN  BITTER. 

lU  FiiANK  T.  Sill  TT   M.A.. 
Chrmint.  Ihiminion  Kjrpenm'nl'tl  Fnrmi. 

In  1004  the  writer  cxnniimil  iiiul  r<|>i.rt<Ml  ii|Km  tin-  '('11^.11  WMt-r'  iiml  Mii'l.Inrd 
butU-r  tMtor.'  »H>th  b<'iii«  forms  ..f  iippiirtttii*  <l.vi«Ml  in  Knclim-I  f-r  ilic  nmly  .miiiin- 
tion  of  wnt«'r  in  Imtlcr.  Tlw  f.irni.T  win  w>t  fmiii.l  trii«;\v..riii.v,  uii-l  .•..ul.i  n-.t  I.' 
recomnM-niU-d  pv«'ii  wImt.-  iipiin.xiiniiti-   riHulu  only  w.rr  rrqiiir.'.!.     'I'lw  hitter  Kuvc 

.■xtP-mrly  ».iti»fm't..ry  n'-.ult.-.  llir  -hit;,  '.M.iuK   i     ci-r  »• r.l   with  th.—  ohtinii.-.l  hy 

analy«ia,  providtnl  the  oixrutioii  was  .iirriiHl  out  wuii  run  .* 

During  tho  paKt  noason  two  fiirt»K-r  piinrs  cf  iippiinitii-  liiivr  Ih.h  ,.xiiiiiiii..l  tho 
one  for  the  determinati..,!  of  fnt.  nri.l  th.-  ..th.r  .if  wut.r.  in  hiitt.r.  Hoth  nrf  from 
the  manufactory  of  th.-  \V.i(jn<r  (IhisH  Work*.  X.'w  York,  P.S.A. 

TIIK  W  X<!NKK  Bl  TTt.H  TK>r  imTTir. 

By  means  of  thin  Uinlv.  it  i«  xtatp«l,  a  priictiiui  nml  I'onvtnirnt 
method  is  offered  for  obtaininir  'hv  |Hreentii»f<'  of  fat  in  any  xainplr  of 
butter.  T(m-  dir<-<'ti..ns  furnished  with  the  bottle  (rive  no  definite  in- 
formation reKardintf  th.'  .luanlity  "f  nei.l  to  !«•  uned.  nor  the  teuiper- 
aturr  at  whieh  the  fat  .•oiuiun  i-  t..  U-  read.t  W..  found  at  t|a.  outset 
of  this  invosti(fati(ui  t"  aseiTtain  its  ae.'uraoy,  that  the«e  were  mntt..r» 

of  very  eonsiderabl.'  inM».rt»i anil  tiuit   the  iHT.vnln;t.-<  of  fa.  at 

indicated   in    the    graduated  lidw    va.ie<l   within    <iuile    wide  limits, 

„, rdind  to  tli-    .|iuintity  .)f  a.-id  employe<l   and,  ni..re   parti.-idarly, 

with  the  temperaluri'  of  rending. 

On  writing  the  Wnirner  (ilass  Works.  New  Y..rk.  on  th.w>  jioint*, 
they  replied  fs  follows: — 

1.  About   2   ce.  of   nonual   stnnuMi   nilphurie  acid   nrc^roiuin-d 
for  makiiiK  the  ttwt  in  tiw  Wapner  T<st  r..ittle. 

2.  The  fat  column  sh.juld  b.>  read  at  about  Uo'  F.    The  easiest 
way  to  control  temperature  is   to  use   a  wat.r-bath  at    140°   F.  and 

leave  the  bottle  in  it  for  about  r         M.t,.s.     The  contents  of  th..  b,.ttl..  will  take  the 
same  temperature  as  the  water-bat 

"♦Chemicar investigations  relating 'to  .lairyinjr  undertaken  in  li>04.  Bulletin  No.  6, 
Dairy  Commissioner's  Branch,  Ottawa. 

+l)ircctions  accompanying  the  Wagiur  Butt.r  Test  Bottle:  '  .\fter  bottle  1mi;.* 
b«l«n..e.l  on  a  scale  u.l.l  0  urams  of  butt.r.  solid  torn,  in  the  >..l-  tube  ( „uue -"l.ap.d 
ttibe)  the  bottle  is  then  to  W  placM  in  hot  wat.r.  wb..;h  will  soon  n.e  t  «''<  •''."♦'''\""r 
the  butter  runs  into  the  bottle.  A  small  amount  of  acid  should  t.ien  1«^  ad.h..l  and  the 
bottle  is  then  to  be  placed  in  a  tester,  the  t.  4  is  eoniplete,!  as  ati.v  .Team  t.;st  1  o  rend 
off  the  b,.tter.fat.  fill  the  side  tube  (f  un>  '-haiH-d  tub.)  with  hot  wnt.T  wi.-h  wtll  rats.. 
the  fat  column  in  the  graduated  neck,  by  p.n.ly  pn^.ng  down  or  .wntly  'l'-"«\"R  "P 
the  rubber  cork  on  top  of  the  gradt.ate.1  neek.  the  fat  -^olumi-  may  b..  moved  in  the 
^aduatS  neek  so  as  to  bring  the  lower  en,l  of  tl  f.;t  column  level  with  th.-  r.en.  mark 
which  is  indicated  by  a  ring  below  the  bulb,  and  the  percentag.  of  fat  may  be  read 
directly,  without  the  use  of  dividers,  or  other  meaiunng  tools. 


tfwtnlUy  iif  .lrii/,---A*  illiintrativi'  uf  our  n-»iilli>,  imiitv  vuryiiiK  uinoiinu  <if  ofifl, 
III)'  tiillow'iiig  (Ulii  tiiujr  U'  K>ven:  Ihi'  •trongth  uf  iImi  >iil|>liuriv  iiui<l  wiw  t  H'j-|Nn 
Mp.  Or. 

l'>iiiK  •  <'i'-  ttvid:  No  clear  or  Bcourttf  rf«ilttiK  cuiild  im  obtained  owiiiR  to  fonni' 
iiiK  iiml  piirtiHl  chnrriitK  <>(  the  fat.  In  every  caai-  tho  n.>udiiig  wtu  too  hiith,  that  i*. 
ffrt'iiti-r  than  indicated  by  gravimetric  analjriii.  Tliv  cxlmmi  aoinrtimea  wa»  a*  much 
tt«  2  per  cent. 

r«inR  1  i'(*.  ttuid:  With  this  quantity  no  ditflciihy  wai  experienced  in  ulitiiinintc 
clear  rciulinKi.  if  the  acid  ii  added  alnwly  to  tlic  itit'lted  butter  in  the  bottle,  itlinkintf 
iiK'unwhile.  there  will  be  nc  foaminfr  or  eharririK  uf  the  fnt.  Subsequent  ex|M>rimi'nlH 
liMved  that  1  cc.  acid  wan  auL"!ient  tn  cuinplctely  separate  all  tlic  fat  in  the  butter. 

Timpi:rnlurK  „f  Heading.— Trt  reliability  of  the  roautta  from  this  '  tc-st  liottle' 
de|H'nds  liirttely  U|K>n  the  temper.tlun'  of  the  conleiitx  of  the  bottle  when  the  fat  column 
is  rj'ttd.    This  will  U'  apparent  fnm  the  subjoimil  dutu: — 

Fut  in  liulter,  by  gravimetric  ai.:>lysi».  «4  02  per  cent. 

TtLl  Id   WsKiKr'M    Hoi  1 1. 
iiMlna    I    ri\    ni'hl 

•Trial  A—  I^'  f^""' 

When  taken  out  of  steam  BabtMK-k  machine  aboiii  IBfi  '  F. .  . .     «" 
**After  standing  in  water  for  10  minute*  at  li':.'"  F H4 

♦Trial  B— 

When  taken  out  of  Babcock  machine  about  19.'i°  F S7 

After  Htnnding  in  water  at  li2°  F.  for  1<>  minutes S4 

Left  until  temperature  of  water  was  00°  F 82 '4 

Trial  C— 

When  taken  out  of  Babcoek  tester  about  lOB*  F "7 

After  standing  6  minutes  in  water  and  read  at  140"  F. .   .  .  S4  02 

After  standing  5  minutes  in  water  and  read  at  136°  F. .   . .  R4•1.^ 

After  stiuuling  5  miniitcs  in  water  and  read  at  122"  F,  .    . .  R4no 

Trials  wi"re  then  made  with  other  sample*  of  butter,  as  follows;  — 


Trial  n 


Whin  tiikon  out  of  Balwock 

After     !<taii<ling    in    water    10    minuter    at 
1-22°  F 


By  WsgniT, 

Per  Cent. 

87 -SI 

84-7 


By  (Imvlnn-trir 
Analysis. 
Por  Cent. 


S4-67 


88 


Trial  E— 

When  taken  out  of  Babcock 

After    standing    in    water     10    minutes    at 

122'  F 

Though  several  butters  were  test<Hl  by  this  method,  the  ro»ul' 
only.     Two  had  been  obtained  for  test,  but  unfortunatelv  o- 


"I 

ss-oj 


86-09 

■.ire  from  one  bottle 
them  had  broken  in 


tlio  Babcock  tester  at  the  beginning  of  this  investigation.     The  bottle  tested  gave  re- 

*  Trials  A.  and  B.  were  made  preN  ious  to  reception  of  the  letter  of  the  Wagner 
Glass  Works  already  referred  to.  The  original  printed  instructions  make  no  mention 
of  any  particular  temperature  at  which  to  read  the  fat  columi. 

**The  bottle  on  being  taken  out  of  the  machine  was  put  in  a  veaael  of  water  hold- 
iiifr  about  three  pints,  at  the  temperature  indicated,  viz.:  122°  F.  At  the  end  of  10 
iniiintos  the  temjierature  of  this  water  had  fallen  from  »'  to  i''  F. 


I 

r 


<iil»«  ponnonBiit  with  thiw  ulilniiii'tl  li.v  irritviiitclrii'  piiuilvxi..  Iiv  ii-lnir  1  !•<•.  nclil  nml 
rrixliliff  thf  fnt  oolutnn  iiftcr  pluriiiir  ih'  U>U\f  dlim'l  t'r<>i>i  lh>'  iiiiK-liim-)  fnr  !•• 
iiiitiiitofi  in  HiitfT  thnt  had  b  t<'iii|)fri:ttii  '  of  1?2°  F. 

The  folliiwintc  notri  reRanliiiir  tin'  working  of  the  tiwt.  whiii  uninK  ii  xtnitn  Tlnh- 
i-.ii-k  t«>»t(>r,  will  he  of  icnric*: — 

Aftrr  WpiKhind  thr  liiitti'r  in  th«'  nidi'  ttilic.  thr  liotlK'  [n  \<\if  I  in  thi'  li'»t«T  mul 
ifvolvwi  in  Iho  hfatcd  machine  fo.-  iihont  i  initiiiti-*.  Thi'  in'iil  n  now  ailffcil  ilrop  l.v 
ilrop,  with  i-onntant  (hukini;  of  the  (•ontc-itii  of  the  tH)ttl<<.  Thr  liottli'  ia  thi'n  n'pliu-i'<l 
in  th(^  t4'i*t)'r  and  revolvcil  for  '  iiiiinilrx.  IIoi  wiitrr  i<  tiirn  iidili'il  to  brintr  thi>  cohiinn 
iif  fill  into  iho  (rrniliinttil  nii-k.  iinii  llir  liottli-  ntriiin  rivolvi'd  fur  l'  niiniili".  It  \*  tlii'ii 
taki'u  oil*  of  the  teatcr  and  plui-rd  in  ii  vi"wrl  of  wiitrr  ui  12:.''  F.  for  10  uiitnito*,  and 
read. 

The  forpRoinrr  work  was  done  in  July.  In  Octoln-r,  further  diri'i-lioim  fur  uniiiK 
the  ti'»t  iMittlc  m<-ro  riHcivcd  from  tlic  Wagner  (il«j<«  Worki.  iik  follown;    - 

•  After  !■  )llie  iH'inir  Imlm d  on  n  m'iiIi    iidil  '■>  urnui--  of  liuller.  "oli.l   torin,  in  tlic 

lidi-  tuhe  ( f iinnel-shnpfd  tubo).  The  bottle  i»  then  to  U-  plueed  in  hot  wnfer  whirh 
will  Moi.n  tnelt  the  butter  and  the  butter  runn  into  the  Ixiltle.  Itiri^^  down  th«'  aniall 
ninouiil  of  butter  fat  adhorinK  to  the  wall  of  the  funnel  with  S-S  oo.  hot  water,  and 
add  SS  CO.  of  neid,  mix  well  anrl  phiee  the  bo^Me  in  n  teotir;  whirl  for  iil>out  .%  minute*.' 

The  trial  wus  made.  u«in«  ihiw  inxli  lioiH,  with  ii  butter  nliowiuK  **4M)ft  [irr 
i-ent  fat  by  grnvirrietrie  analysi:^.  T\\f  reading  waa  Kood.  the  lino  of  demarkation  lioinK 
elear  and  sliarplv  defined.    The  fnt  Rave  no  in<lieation  of  cliarrinK. 

Pat. 
Per  Ont. 

When  taken  out  of  machine,  temperature  about  Ihtr    F.,  the 

readiuK  waa .SH'H 

.MIowed  to  Mtand  10  minulei  in  water  at  140'  F.  the  reading 

Was t^S  ■** 

Allowol  to  stand  in  wator  until  122'    F.,  tlie  reading  was..     8,'i-l 

Aa  without  a  siK-cial  pipette  or  burette  the  quantity  S-S  cf.  would  be  very  dilfieult 

to  mowuire,  a  trial  wa«  made  using  5  c:  of  water  and  .'5  ee.  of  neid — a  5  c.r.  'lipette 

being  easily  obtained.    Thi.s  trial  gave  results  equally  good  with  the  foregoinf         the 

following  readinUB  show  • — 

Fat. 
i'er  '''~nf. 

When  taken  out  of  the  machine,  temixirature  about  1^»>°  i.  •' 

reading  was "8"^ 

Allowed  to  stand  10  minutts  in  water  at  140°   i'..    he  rendin*. 

was SS'2 

Allowed  to  stand  in  water  until  122°    F.,  the  rean'ng  was..     S.IO 

The  line  of  demarkation  was  olenr  and  the  fat  ii  good  eolour. 

From  the  fon'goiiig  it  i<  evident  thnt  good  readings  may  lie  obtained  either  by 
iLsiiiir  1  ee.  neid:  or  by  employin»r  !>  ec.  or  H  •«  ee.  neid  when  an  equal  volume  of  hi4 
wat4'r  is  first  added  to  th<'  melteil  butter. 

Ft  will  be  observed  that  the  temperature  nt  which  the  reading  is  made  is  a  matter 
I  f  great  importance  and  we  advise  in  this  connection  placing  the  test  bottle  as  taken 
out  of  the  nuiehine  in  a  veflsel  containing  from  2  to  3  pints  of  water  at  122°  F.  The 
water  is  maintained  at  this  temperature  for  at  least  10  miinutes  in  order  to  allow  the 
contents  of  the  test  bottle  to  reach  this  temperature,  and  the  rendinr  then  made.    The 


Babcuck  iiiuchiiio  iijM'd  in  this  invostiRation  was  dixriitpd  directly  by  steam,  the  escap- 
ing steam  raising  the  tcmfx^raturc  of  the  tests  as  already  indicated. 

THK   WAOXER  BUTTEU  HYGROMETER. 

This  simple  piece  of  apparatus  has  been  deviseil  for  aHcertaining 

the  iKTCentnge  of  water  in   butter.     The  following  description   and 

I    direetion.s  are  from  the  printed  circular  accompanying  the  liottles: — 

The  illustration  represents  a  cross  section  of  the  instrument.  A 
bath  'a'  is  filled  with  water  held  at  140°  F.,  the  lower  half  of  the 
test  tube  "b"  bears  a  scale  gradinited  from  0-30  per  cent,  from 
which  the  moisture  content  of  the  sample  can  be  read  directly.  The 
tube  is  closed  bv  soft  rublier  stopper  which  fits  snugly  into  the  top. 
The  support  '  c '  prevents  the  graduated  test  tube  from  falling  into 
the  water  bath. 

In  making  the  test.  In  grams  of  butter  are  weighed  into  the 
graduated  test  tulx",  the  tube  being  closed  by  the  soft  rubber  stopper 
and  then  inserted  in  the  water  baiii  cylinder  at  about  140°  F..  the 
graduated  tt-st  tube  iK'ing  held  in  iwaition  by  a  soft  rubber  support. 
As  soon  as  the  butter  has  melted  completely  the  apparatus  is  placed 
in  a  Babcock  tt>sting  machine  and  whirled  for  about  10  minutes,  if 
hand  Balwoek  testing  machine  is  used,  the  water  bath  should  be 
reheated  two  or  mure  times  during  whirling,  the  water  content  of 
the  tter  will  soon  collect  at  the  bottom  of  the  graduated  test  tiilx!  and  can  b<'  read 
directly  from  the  scale,  by  salte<l  butter  2  per  cent  should  be  allowed  for  salt. 

Four  hygrometers  were  tested,  aiul  the  first  trial  resulte<l  in  the  following  data : — 
Hygrometer — As  taken  out  of  machine  (steam  turbine) — 

No.  1 15       p.c.  water 

No.  2 15 

No.  3 15-5         '' 

No.  4 14-5 

After  standing  tlic  cylimlers  for  10  minutes  in  water  at  140°  F.,  the  readings  were 
uniformly  0'5  per  cent  lower  than  the  above. 

The  percentage  of  water  as  found  by  gravimetric  analysis.  i;!-i:l. 

If  from  these  readings  2  per  cent  for  salt  is  deducted,  according  to  printed  in- 
structions, we  obtain: — 

Per    Crnt. 

No.  1 130 

No.  2 130 

No.  3 ..  13-5 

No.  4 12-5 

Owing  to  the  c\ird  not  settling  ]>roperly,  the  readings  were  very  difficult  to  make. 
In  no  case  was  there  a  sharj)  line  of  demarkation  between  the  water  and  the  fat. 
Further,  the  line  of  division  between  the  mixeil  water  and  curd  and  the  fat  when  the 
bottle  was  taken  out  of  the  machine  was  at  an  acute  angle  in  the  graduated  portion  of 
the  tester.  No  subsequent  treatment  was  found  effective  in  obtaining  any  horizontal 
line  of  demarkation,     These  facts  mad'-  the  readings  nt  best  but  approximate. 
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On  September  6,  and  subsequent  to  the  foregoing  work,  new  instructions  were 
received  from  the  Wagner  Glass  Works  regarding  the  use  of  this  upparatus,  as  fol- 
lows : — 

Directions  for  Rmdinn  tin'  Wiujoir  liiilh-r  lliiiiromi-icr  io  Correspond  with 

Chimi<iil  AnnlysiH. 

'  It  will  be  observed  thiit  thcrf  is  u  sliurp  layor  of  water  as  well  as  a  sharp  layer  of 

caseine  (the  caseine  i.s  cDiiibiufd  with  water).     Kvery  1  per  .H'ut  combined  water  and 

caseine  indicated  on  the  hygrometer  should  U-  read  as  0  1  per  cent  casi-ine.    W<'  have 

come  to  this  result  by  n-nioving  the  caseine  of  tlie  combined  easeine  and  water  by  <lry- 

ing  same.    For  instance,  if  the  butter  hygrometer  shows : 

Per    Cent. 

A  sharp  water  line  of *' 

A  sharp  combined  eii.seiiie  iiud  >vater  line  of 11 

The  moisture  would  be ^^  "*' 

Caseine  if  dried  up  to  (Miwder 1  '' 

Actual  butter-fat '^•'^ 

'  If  it  is  not  desired  to  determine  the  amount  of  caseine  in  butter,  the  clear  water 
content  as  well  as  the  combined  easeine  and  water  may  all  be  read  as  moisture.  If  the 
h.vgrometer  shows  14  per  cent  moisture  the  b»itter-fat  will  be  8fi  per  cent.' 

Further  trials  were  then  made,  two  butters  being  selected,  the  one  with  a  high  and 
other  with  an  average,  water  content. 

Readings  from  butter  A.,  showing  t«17  ixt  cent  water  by  gravimetric  analysis:— 

No.  1.  Reading  of  water  line 1» 

Reading  of  combined  water  and  c\ird  line 21 

21 — -ti^ao^  —  2    per  cent   for  salt  =  IS -4 

No.  2.  Reading  of  water  line 1*5 

Reading  of  combined  water  and   curd  line 20-,"i 

20-5—  •45  =  20-05  —  2  iK>r  cent  for  salt  =  18 -05 

No.  3.  Reading  of  water  line 14 

Reading  of  combinetl  water  and  curd  line 21 

21  —   7  =  20  -3  —  2  per  cent  for  salt  =  18  -3 

No.  4.  Reading  could  not  be  made  owing  to  uncertainty  regarding  the  line  of  de- 
markation  between  fat  and  water.  The  readings  were  made  as  the  cylinders  were 
removed  from  the  machine.  Difficulty  was  again  encountered  in  reading  owing  to  the 
slanting  line  of  demarkation. 

Duplicates  proved  unsatisfactory.  a.s  will  bo  gathered  from  the  following  results : — 

No.  1.  Reading  of  water  line 13 

Reading  of  combined  water  and  curd  line 17 

17 —  •4  =  1C-C  — 2  per  cent  for  8alt  =  14-(i 

No.  2.  Reading  of  water  line 13 

Reading  of  combined  water  and  curd  line 20 

20  —  -7  =  19  -3  —  2  per  cent   for  salt  ==  17  -3 

No.  3.  Reading  of  water  line 15 

Reading  of  combined  water  and  curd  line 20 

20  —  -5  ^  19  "5  —  2  per  cent  for  salt  =  17  -5 
No.  4.  Reading  impossible,  owing  to  imperfect  separation  into  layers. 


In  only  a  small  percentage  of  the  above  trials  could  the  readings  be  made  with 
certainty.  In  the  majority  of  instances  the  demarkation  between  the  fat  and  water 
and  curd  was  so  confused  that  an  approximation  only  could  be  arrived  at. 

After  the  cylinders  had  been  u«ed  several  times  it  was  found  that  the  soft  rubbnr 
stoppers  were  very  apt  to  come  out  during  the  whirling  in  the  Babcock,  with  th.'  result 
that  the  determination  was  lost. 

Readings  from  butter  B.,  showing  13 -Oe  per  cent  water  by  gravimetric  analysis:— 

Tester  No.  1.  No  line  of  demarkation  between  water  and  mixed  water  and  curd, 
the  reading  of  the  column  of  the  aqueous  mixture  being  18  -5  per  cent. 

Note.— If  thia  is  considered  as  all  water  (see  above  instructions),  and  2  per  wnt 
deducted  for  salt,  the  corrected  reading  for  water  would  be  IC  -5  per  cent. 

Tester  No.  2.  Reading  of  water  line 6 

Reading  of  combined  curd  and  water  line  ....     1(! 
16  —  1  0  =  15  —  2  per  cent  for  sdt  =  13  {lor  cent. 

Tester  No.  3.  Reading  of  water  line 0 

Reading  of  combined  curd  and  water  line.  .   .  .     1(1 
16  —  1  0  =  15  —  2  per  cent  for  salt  =  13  per  cent. 

Tester  No.  4.  Reading  of  water  line (! 

Reading  of  combined  curd  and  water  line. .   . .     1(!  ■."> 
ir!-5  — 1-05  =  15-45  — 2  per  cent  for  salt  =  1.3 -45  ixr  cent. 

Several  of  these  readings  were  mere  approximations  owing  to  indistinctness  or 
lack  of  sharpness  between  the  several  layers. 

The  writer,  after  considerable  experience  with  this  hygrometer,  cannot  speak  in 
unqualified  terms  as  to  its  general  satisfactoriness.  It  is  quite  true  that  in  a  number 
of  trials  the  readings,  after  calculations,  gave  data  sufficiently  near  the  true  water 
content  for  all  practical  purposes,  but  the  uncertainty  in  obtaining  distinct  layers 
which  can  be  readily  read  off  seems  to  be  too  great  to  make  the  instrument  of  value  in 
the  warehouse  or  dairy,  where  it  is  particularly  desirable  that  the  readings  should  nut 
only  be  fairly  accurate,  but  also  easily  and  quidily  made. 

The  writer  desires  to  record  his  thanks  to  Mr.  A.  T.  Chiirnm.  Assistant  Chenii.st, 
for  much  valuable  help  in  these  investigations. 
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Title. 

Lilt  of  M»ie  Ititidi  Import  of  Vnm  Prodnets. 
Milk  for  CheoM  TMtoriei. 
Jlilk  for  OEMOntriet. 
Some  Phaaee  of  Oairyiiif  ia  Oenguurk. 
Improremeat  of  Dnirj  Herds. 
.  Cbemiotl  laTtrtiKatioiu  Belatinr  to  Daiiyiny  in  1904. 
Idflt  of  Sxperten  of  Soae  Ouudien  Frodnote. 
Some  of  the  Iketon  that  Control  the  Wftter  latest  of 

Butter. 
iBitnietieni  f  or  Teitiag  IsdiTidukl  Com,  Ac. 
Creuaecy  Cdd  Stozmfe. 

Oenerel  laitniotiont  re  Imit  maxk»  Aot  m  Amended,  U08 
.  ud  1906. 
Cow  letting  'AaMMiation%  with  Votei  on  the  Sanplinff  and 

Tectinc  of  Milk. 
Bweet-Crewn  Butter. 
Hotel  for  Cheeienuiken. 
Beport  of  the  Baiijr  Biviiion,  1904. 

B^ert  of  Extenrim  of  Maiketi  IKvidon,  1904.  / 

ETidince  of  T.  A.  HnddJek,  before  Committee  on  Agrionltvrft 

and  Colmiiiatiai,  1906. 
ETidenoe  of  A.  MoHeill,  bef we  Cenmittee  on  Agrienlture 

•ad  Oolmusat^,  190S. 
Evidanoe  of  J.  A.  Bnddiek,  before  Committee  on  Agnenltnre 

and  Colonintien,  190&. 
Prooeediagi  of  the  Seeend  Conferaioe  of  Fmit  Osowm  of 

the  Dominion  oi  Canada. 
Beport  of  the  Dairy  CoamiMi(mer,  January,  1901,  to  March. 

1906. 

Any  of  theu  pnbUoations  will  be  leat  free  of  charge  <m  appUcation  to  the 
Dairy  and  Cold  Storage  C<»nmiiiimi»,  Ottawa,  Ont. 


Date  Imed. 

Ho. 

1906 

1 

1906 

•2 

1906 

•3 

1906 

4 

1906 

6 

1906 

6 

1906 

7 

1906 

8 

1906 

9 

1906 

10 

1906 

1) 

1606 

IS 

1907 

IS 

1908 

1908 

1906 

'  1906 

19C6 
1906 
1906 
1906 


•A  sufficient  number  of  bulletins  No.  2  and  3,  will  be  sent  to  the  manager  of  any 
cheeae  factory  or  creamery,  to  supply  one  to  each  patron. 
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